This is a case report of two cases from JISRF's Tissue Sparing Study Group. We are grateful for their willingness to share these case examples of femoral head mismatch.
Introduction
In dealing with the complex problems of THA the use of metallic and ceramic modular heads has proven to be a significant benefit. [1, 2] To-date, all current cementless stem designs have one feature in common -a modular head. However not all modular taper junctions are designed equally.
The success of a self-locking taper is influenced by the design of the taper, particularly the taper angle, the roughness, and the mating materials between the "male" and "female" components. This results in co-integration (locking), with material transfer across the zone of contact (cold welds). Figure 1 .
In the last two decades, manufactures have been altering femoral stem trunnions from various tapers such as 14/16 to 12/14 to 11/13. Figure 2 . A range of different Morse taper angles, component tolerances and sizes, and surface finishes exist within commercially available hip systems. While manufacturers do not recommend mixing and matching of component brands, a number of surgeons have been mixing and matching without complications, provided the products used have the same manufacturing tolerances.
It is important to remember that early introduction of stem modularity did present problems, including disassociation of modular heads, incorrect head diameters implanted, and trunnion fatigue fractures. Figure 3 . This paper will review two separate case reports of mismatch articulation bearing diameters, one ceramic on ceramic and one ceramic on polyethylene.
Case Reports

CAsE 1
The patient presented for initial evaluation in her sixth decade with a recent history of progressive right hip pain, stiffness and difficulty with daily activities unresponsive to non-operative measures. On exam she had hip irritability with attempted range of motion and walked with a moderate limp. She had moderate hip stiffness. She had generalized ligamentous laxity. Radiographs showed advanced degenerative changes of the right hip with underlying right hip acetabular dysplasia. Figure 4 .
She underwent right hip replacement via a direct anterior approach using a standard porous coated 52 mm shell with an alumina ceramic liner of 32 mm inside diameter (S&N FS05 shell and liner, S&N ceramic alumina head). Augmentation of the acetabulum was not required, nor was additional screw fixation. On the femoral side a titanium neck-sparing, proximally porous coated small curved stem (ARC ® by OmniLife) was implanted securely. This stem allowed modular options for hip reconstruction. A short, 8° varus cobalt chrome modular neck component was selected and impacted in place. The alumina ceramic femoral head component was impacted securely in place. The hip demonstrated good stability and limb length. She had an uneventful postoperative course with rapid mobilization and return of function. She presented to the office for follow-up at three weeks with no difficulties. At eight weeks she reported a new grating sensation in the right hip without trauma. She had no significant pain and no complaints of a neurovascular nature. Radiograph revealed no evidence of ceramic fracture but a diameter mismatch of the femoral head and acetabular liner components. Review of the implant log revealed implantation of a 36 mm outside diameter had component with a 32 mm inside diameter acetabular liner. Figure 5 .
She returned to the operating room for revision surgery which included acetabular liner exchange and exchange of the modular neck and femoral head component. The neck was replaced with identically sized implant. The femoral head component was changed to a 32 mm outside diameter medium length alumina ceramic head. This combination maintained leg length and provided good stability. Again, she had an uneventful postoperative course. Acetabular shell and femoral stem components were noted to be well fixed and well positioned.
CAsE 2
The patient presented for initial evaluation at the beginning of her 6th decade with a several year history of progressive right hip pain, stiffness. She had failed conservative measures including injections, oral anti-inflammatories, and activity modifications. On exam she had hip pain with attempted range of motion, a 10 degree hip flexion contracture and walked with a moderate antalgic gait. Radiographs showed advanced degenerative changes of the right hip with cystic degeneration on both sides of the joint.
She underwent right hip replacement via a direct anterior approach using a standard porous coated plasma spray 52 mm shell (Biomet RingLoc+) with a neutral offset highly cross-linked vitamin E polyethylene liner of 36 mm inside diameter. Augmentation of the acetabulum was not required, nor was additional screw fixation. On the femoral side titanium neck sparing, proximally porous coated small curved stem (#2 Omni-ARC), was implanted securely. This stem allowed modular options for hip reconstruction. A short, 12° varus cobalt chrome modular neck component was selected and impacted in place. An alumina ceramic femoral head component was impacted in place. The hip demonstrated excellent stability with excellent restoration of limb length and offset as assessed both clinically and with intraoperative fluoroscopy (fluoroscopy used at trial component stage only). She had a normal postoperative course.
She presented to the office at 2 weeks having transitioned to a cane at one week. She presented at 6 weeks complaining of mild persistent pain. Radiograph revealed no evidence of ceramic fracture. Component position was felt to be excellent but a diameter mismatch of the femoral head and acetabular liner was suspected due to subtle asymmetry of the head and acetabula shell. Review of the implant log revealed implantation of a 40 mm outside diameter head component with a 36 mm inside diameter acetabula liner. Figure 6 .
She returned to the operating room for revision. Acetabular shell and femoral stem components were noted to be well fixed and well positioned. The femoral head component was changed to a 36-+4-alumina ceramic. The modular neck and polyethylene liner were retained. This combination maintained good leg length and provided good stability. Again, she had an uneventful postoperative course. 
Conclusion
These two separate case reports dealing with the same intraoperative errors clearly demonstrated that the best high technology devices are only as good as the surgical technique and surgical skills of the operating surgeon at the time of implantation. "Technique, Technique, Technique is more important than design or material" an old quote by David Hungerford, MD.
We have seen time out established prior to surgical incision to reduce errors and the surgeons along with their institutions recommend a formal implant time out at each stage of the procedure.
Both surgeons should be commended for as soon as they recognized the error they informed their patients and re-operated to correct the problem while it was still a minor situation. Interact with experts and colleagues on hot topics in orthopaedics, benefit from enhanced access to on-line content, practice marketing support, and discounted text books.
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